
1. Power on SimPad

2. Power on the manikin

3. Cyanosis will blink until connected to SimPad



4. Select System Setting from SimPad startup screen

5. Press the Simulator button
6. Press the Premature Anne button



Follow the sequence below to access scenarios

1. Select Automatic Mode from 
start- up screen

2. Select NRP Scenarios Premature Anne

3. Select applicable scenario from menu 4. Scenario outline and learning objectives 
can be reviewed before starting the case



5. Add Session information and student 
details if required before continuing

6. Scenario is now running


